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Violates T/E Uncertainty Standards

Epitestosterone
30%

Testosterone
20% uncertainty

By the lab’s own standards, repeated sampling of testosterone levels should
be within 20%, and repeated sampling of epitestosterone levels should be 
within 30%.


